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Revised:
Created by:
Reviewed by:

DataSonde 4a 36407

Log File Name : s332dw0208

Setup Date (MMDDY'Y) : 020800

Setup Time (HHMMSS) : 164927
Starting Date (MMDDY'Y) : 020800
Starting Time (HHMMSS) : 170000
Stopping Date (MMDDYYY) : 123169
Stopping Time (HHMMSS) : 235959

Interval (HHMMSS) : 001500

Sensor warmup (HHMMSS) : 000200
Circltr warmup (HHMMSS) : 000200

Notable Observations and Data

Turbidity probe malfunction--all data suspect.
Turbidity data not graphed because of probeerror.
"?" indicatesturbidity probeerror.

Notes:

All insitu data are reported in the same format that they were
in when downloaded from the hydrolab. A turbidity value of
0 indicates that the turbidity was lessthan 1 NTU.

Date Time Temp SpCond pH Turb DO DO% Comments

MMDDYY HHMM oC uSlcm Units NTU mg/| Sat

02/08/00 1700 2042 542 7.63 515 ? 7.14 79.3  Turbidity

02/08/00 1715 2041 542 7.70 17 ? 7.15 79.4 Probe

02/08/00 1730 20.39 543 7.72 2 ? 7.15 79.4 Malfunctions

02/08/00 1745 20.38 542 7.72 23 ? 7.20 79.9 foral data

02/08/00 1800 20.36 543 7.73 227 ? 7.12 79.1

02/08/00 1815 20.35 543 7.73 301 ? 7.20 79.9

02/08/00 1830 20.33 542 7.73 521 ? 7.24 80.4

02/08/00 1845 20.31 543 7.73 15 ? 7.17 79.5

02/08/00 1900 20.28 542 7.73 2 ? 7.21 79.9

02/08/00 1915 20.27 543 7.74 27 ? 7.16 79.3

02/08/00 1930 20.25 543 7.73 249 ? 7.21 79.8

02/08/00 1945 2022 543 7.73 308 ? 7.25 80.2

02/08/00 2000 2022 544 7.73 520 ? 7.26 80.4

02/08/00 2015 2022 543 7.73 15 ? 7.22 79.9

02/08/00 2030 2021 543 7.73 3 ? 7.19 79.6

02/08/00 2045 2020 543 7.73 27 ? 7.28 80.6

02/08/00 2100 2020 544 7.73 262 ? 7.24 80.1

02/08/00 2115 2020 543 7.74 317 ? 7.29 80.7

02/08/00 2130 2020 543 7.74 522 ? 7.28 80.5

02/08/00 2145 2021 544 7.74 15 ? 7.27 80.5

02/08/00 2200 2022 544 7.74 2 ? 7.24 80.1

02/08/00 2215 2022 543 7.74 29 ? 7.22 79.9

02/08/00 2230 2024 543 7.74 272 ? 7.22 80.0

02/08/00 2245 2024 543 7.74 323 ? 7.24 80.1

02/08/00 2300 20.25 543 7.74 522 ? 7.24 80.1

02/08/00 2315 2025 542 7.74 16 ? 7.26 80.4

02/08/00 2330 20.25 542 7.74 3 ? 7.25 80.3

02/08/00 2345 2025 542 7.74 28 ? 7.29 80.7

02/09/00 0000 20.25 542 7.74 275 ? 7.28 80.6

02/09/00 0015 2025 541 7.74 328 ? 7.19 79.6

02/09/00 0030 20.25 540 7.74 524 ? 7.30 80.9

02/09/00 0045 2025 541 7.75 17 ? 7.22 80.0

02/09/00 0100 20.24 540 7.75 2 ? 7.28 80.6

02/09/00 0115 20.23 540 7.74 28 ? 7.31 81.0

02/09/00 0130 20.23 540 7.74 287 ? 7.20 79.7

02/09/00 0145 2022 540 7.74 333 ? 7.29 80.6



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/09/00 0200 20.22 540 7.74 526 ? 7.25 80.2
02/09/00 0215 2021 540 7.74 16 ? 7.26 80.4
02/09/00 0230 2021 540 7.74 3 ? 7.21 79.8
02/09/00 0245 2021 541 7.74 28 ? 7.21 79.7
02/09/00 0300 2020 541 7.74 286 ? 7.28 80.5
02/09/00 0315 20.19 541 7.74 333 ? 7.24 80.1
02/09/00 0330 20.18 541 7.74 525 ? 7.21 79.8
02/09/00 0345 20.18 542 7.74 17 ? 7.17 79.3
02/09/00 0400 20.17 542 7.73 2 ? 7.23 79.9
02/09/00 0415 20.16 542 7.74 28 ? 7.24 80.0
02/09/00 0430 20.14 543 7.74 289 ? 7.22 79.8
02/09/00 0445 20.12 543 7.74 336 ? 7.23 79.9
02/09/00 0500 2011 544 7.74 524 ? 7.17 79.2
02/09/00 0515 20.10 544 7.73 17 ? 7.17 79.2
02/09/00 0530 2009 544 7.73 3 ? 7.12 78.6
02/09/00 0545 20.07 545 7.73 28 ? 7.17 79.1
02/09/00 0600 20.06 545 7.73 293 ? 7.22 79.7
02/09/00 0615 20.04 545 7.73 340 ? 7.20 79.5
02/09/00 0630 20.02 546 7.74 528 ? 7.25 79.9
02/09/00 0645 20.00 545 7.73 17 ? 7.22 79.5
02/09/00 0700 1997 544 7.74 3 ? 7.24 79.7
02/09/00 0715 1995 544 7.74 30 ? 7.29 80.2
02/09/00 0730 1992 543 7.74 304 ? 7.30 80.3
02/09/00 0745 19.89 541 7.74 344 ? 7.26 79.8
02/09/00 0800 1986 541 7.75 527 ? 7.31 80.3
02/09/00 0815 19.82 540 7.75 17 ? 7.35 80.7
02/09/00 0830 19.79 539 7.75 3 ? 7.38 80.9
02/09/00 0845 19.76 537 7.75 30 ? 7.40 81.2
02/09/00 0900 19.75 536 7.75 308 ? 7.39 81.0
02/09/00 0915 19.73 535 7.76 345 ? 7.43 81.4
02/09/00 0930 19.73 535 7.75 528 ? 7.44 81.6
02/09/00 0945 19.74 534 7.76 17 ? 7.41 81.2
02/09/00 1000 19.74 533 7.76 3 ? 7.44 81.6
02/09/00 1015 1976 534 7.76 30 ? 7.44 81.6
02/09/00 1030 1978 534 7.76 315 ? 7.41 81.3
02/09/00 1045 19.80 534 7.76 352 ? 7.45 81.8
02/09/00 1100 1983 534 7.76 529 ? 7.43 81.6
02/09/00 1115 19.85 534 7.76 18 ? 7.39 81.2
02/09/00 1130 19.88 535 7.76 3 ? 7.44 81.8
02/09/00 1145 1991 535 7.76 30 ? 7.46 82.0
02/09/00 1200 1992 536 7.76 326 ? 7.45 81.9
02/09/00 1215 1995 535 7.76 357 ? 7.41 81.6
02/09/00 1230 1997 536 7.76 528 ? 7.45 82.1
02/09/00 1245 1999 535 7.76 18 ? 7.36 81.1
02/09/00 1300 20.01 536 7.77 3 ? 7.44 82.0
02/09/00 1315 20.05 536 7.77 31 ? 7.39 81.5
02/09/00 1330 20.05 536 7.77 336 ? 7.40 81.7
02/09/00 1345 20.08 536 7.77 363 ? 7.44 82.1
02/09/00 1400 20.09 536 7.77 530 ? 7.46 824
02/09/00 1415 20.11 536 7.78 18 ? 7.45 82.3
02/09/00 1430 20.12 536 7.78 4 ? 7.46 824
02/09/00 1445 20.14 536 7.77 31 ? 7.50 829
02/09/00 1500 20.15 536 7.77 340 ? 7.48 82.7
02/09/00 1515 20.16 536 7.78 363 ? 7.48 82.7
02/09/00 1530 20.16 537 7.78 532 ? 7.53 83.2
02/09/00 1545 20.17 536 7.78 17 ? 7.49 82.8



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/09/00 1600 20.18 536 7.78 4 ? 7.51 83.1
02/09/00 1615 20.19 537 7.78 32 ? 7.49 82.8
02/09/00 1630 20.19 537 7.78 340 ? 7.50 83.0
02/09/00 1645 20.18 536 7.78 366 ? 7.44 82.3
02/09/00 1700 20.18 537 7.79 532 ? 7.44 82.3
02/09/00 1715 20.17 538 7.79 18 ? 7.45 82.3
02/09/00 1730 20.16 537 7.79 3 ? 7.35 81.2
02/09/00 1745 20.15 537 7.79 30 ? 7.37 815
02/09/00 1800 20.13 538 7.79 317 ? 7.46 824
02/09/00 1815 20.13 538 7.79 360 ? 7.41 81.9
02/09/00 1830 20.12 537 7.79 535 ? 7.37 81.4
02/09/00 1845 20.11 538 7.79 18 ? 7.39 81.6
02/09/00 1900 20.10 538 7.79 3 ? 7.41 81.8
02/09/00 1915 20.09 538 7.79 30 ? 7.41 81.8
02/09/00 1930 20.09 538 7.79 328 ? 7.39 81.5
02/09/00 1945 20.08 538 7.79 366 ? 7.45 82.2
02/09/00 2000 20.07 538 7.79 537 ? 7.40 81.6
02/09/00 2015 20.06 538 7.79 18 ? 7.37 81.2
02/09/00 2030 20.05 538 7.78 3 ? 7.41 81.8
02/09/00 2045 20.04 539 7.78 30 ? 7.39 815
02/09/00 2100 20.03 539 7.79 334 ? 7.43 81.9
02/09/00 2115 20.02 538 7.78 371 ? 7.42 81.8
02/09/00 2130 20.00 538 7.78 538 ? 7.33 80.8
02/09/00 2145 1999 538 7.78 18 ? 7.37 81.2
02/09/00 2200 1998 539 7.78 2 ? 7.41 81.6
02/09/00 2215 1997 538 7.78 30 ? 7.29 80.2
02/09/00 2230 1996 539 7.79 342 ? 7.44 81.9
02/09/00 2245 1995 538 7.78 378 ? 7.38 81.2
02/09/00 2300 1994 539 7.79 541 ? 7.44 81.8
02/09/00 2315 1993 539 7.79 18 ? 7.35 80.8
02/09/00 2330 1992 538 7.79 3 ? 7.41 81.5
02/09/00 2345 1991 538 7.78 32 ? 7.39 81.3
02/10/00 0000 1990 538 7.78 351 ? 7.35 80.9
02/10/00 0015 19.89 537 7.78 384 ? 7.37 81.0
02/10/00 0030 19.89 537 7.78 543 ? 7.38 81.2
02/10/00 0045 19.89 537 7.78 19 ? 7.38 81.1
02/10/00 0100 19.89 537 7.78 4 ? 7.34 80.7
02/10/00 0115 19.89 537 7.78 32 ? 7.30 80.3
02/10/00 0130 19.89 537 7.78 359 ? 7.39 81.2
02/10/00 0145 19.89 537 7.78 389 ? 7.36 80.9
02/10/00 0200 19.88 537 7.78 548 ? 7.40 81.3
02/10/00 0215 19.86 537 7.78 19 ? 7.40 81.3
02/10/00 0230 19.84 537 7.78 4 ? 7.38 81.0
02/10/00 0245 19.82 537 7.78 32 ? 7.36 80.8
02/10/00 0300 19.79 537 7.78 369 ? 7.41 81.4
02/10/00 0315 19.75 537 7.78 396 ? 7.38 80.9
02/10/00 0330 19.72 537 7.78 551 ? 7.31 80.1
02/10/00 0345 19.69 537 7.79 19 ? 7.34 80.4
02/10/00 0400 19.66 537 7.78 3 ? 7.34 80.3
02/10/00 0415 19.63 537 7.79 33 ? 7.41 81.0
02/10/00 0430 1961 537 7.79 382 ? 7.42 81.1
02/10/00 0445 19.60 538 7.79 404 ? 7.44 81.3
02/10/00 0500 1958 538 7.78 554 ? 7.41 80.9
02/10/00 0515 1956 537 7.78 18 ? 7.38 80.6
02/10/00 0530 1955 538 7.78 4 ? 7.44 81.2
02/10/00 0545 1954 538 7.78 33 ? 7.45 81.4



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/10/00 0600 1952 537 7.78 387 ? 7.42 81.0
02/10/00 0615 1952 537 7.78 405 ? 7.40 80.8
02/10/00 0630 1951 537 7.78 553 ? 7.41 80.9
02/10/00 0645 1950 537 7.78 19 ? 7.42 80.9
02/10/00 0700 1949 537 7.78 3 ? 7.42 80.9
02/10/00 0715 19.49 537 7.78 33 ? 7.38 80.5
02/10/00 0730 1948 538 7.78 394 ? 7.43 81.0
02/10/00 0745 19.48 537 7.78 412 ? 7.40 80.7
02/10/00 0800 1948 537 7.78 556 ? 7.41 80.8
02/10/00 0815 19.48 537 7.78 19 ? 7.40 80.7
02/10/00 0830 1948 537 7.78 3 ? 7.33 80.0
02/10/00 0845 19.49 537 7.78 34 ? 7.41 80.8
02/10/00 0900 1950 537 7.77 399 ? 7.43 81.1
02/10/00 0915 1952 537 7.78 417 ? 7.42 81.0
02/10/00 0930 1953 537 7.78 559 ? 7.43 81.1
02/10/00 0945 1955 537 7.78 18 ? 7.36 80.4
02/10/00 1000 1957 537 7.78 3 ? 7.42 81.1
02/10/00 1015 1958 537 7.78 34 ? 7.47 81.6
02/10/00 1030 1961 537 7.78 409 ? 7.43 81.2
02/10/00 1045 19.62 538 7.78 421 ? 7.49 81.9
02/10/00 1100 19.65 537 7.78 559 ? 7.42 81.2
02/10/00 1115 19.67 537 7.79 17 ? 7.36 80.5
02/10/00 1130 1971 536 7.79 3 ? 7.38 80.8
02/10/00 1145 19.72 537 7.78 35 ? 7.38 80.9
02/10/00 1200 19.75 537 7.79 418 ? 7.38 80.9
02/10/00 1215 19.77 537 7.79 425 ? 7.43 815
02/10/00 1230 19.80 538 7.79 559 ? 7.45 81.8
02/10/00 1245 19.83 538 7.79 18 ? 7.48 82.1
02/10/00 1300 19.85 538 7.79 3 ? 7.50 824
02/10/00 1315 19.88 537 7.79 35 ? 7.37 81.0
02/10/00 1330 1991 538 7.80 422 ? 7.45 82.0
02/10/00 1345 1994 538 7.80 429 ? 7.48 82.3
02/10/00 1400 1995 538 7.80 562 ? 7.47 82.2
02/10/00 1415 1998 538 7.80 17 ? 7.38 81.3
02/10/00 1430 1999 538 7.80 4 ? 7.47 82.3
02/10/00 1445 20.01 538 7.80 36 ? 7.44 82.1
02/10/00 1500 20.03 537 7.80 429 ? 7.31 80.6
02/10/00 1515 20.05 538 7.80 436 ? 7.47 82.4
02/10/00 1530 20.06 539 7.80 562 ? 7.41 81.8
02/10/00 1545 20.07 539 7.80 18 ? 7.47 825
02/10/00 1600 20.08 539 7.80 3 ? 7.54 83.3
02/10/00 1615 20.09 539 7.80 37 ? 7.52 83.0
02/10/00 1630 20.09 539 7.80 428 ? 7.52 83.0
02/10/00 1645 20.10 538 7.80 432 ? 7.46 82.4
02/10/00 1700 20.10 539 7.79 562 ? 7.48 82.6
02/10/00 1715 20.10 539 7.80 18 ? 7.54 83.2
02/10/00 1730 20.10 538 7.80 4 ? 7.43 82.1
02/10/00 1745 20.10 538 7.79 37 ? 7.45 82.2
02/10/00 1800 20.10 538 7.80 432 ? 7.41 81.9
02/10/00 1815 20.09 538 7.79 439 ? 7.48 82.6
02/10/00 1830 20.09 538 7.79 563 ? 7.38 81.5
02/10/00 1845 20.09 538 7.79 19 ? 7.44 82.2
02/10/00 1900 20.08 538 7.79 4 ? 7.41 81.8
02/10/00 1915 20.07 539 7.79 37 ? 7.46 82.3
02/10/00 1930 20.05 539 7.79 438 ? 7.48 825
02/10/00 1945 20.02 539 7.79 442 ? 7.47 82.3



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/10/00 2000 1999 539 7.79 567 ? 7.50 82.6
02/10/00 2015 1996 539 7.79 19 ? 7.44 81.9
02/10/00 2030 1994 539 7.79 4 ? 7.35 80.9
02/10/00 2045 1992 539 7.79 38 ? 7.42 81.6
02/10/00 2100 1990 539 7.79 447 ? 7.49 82.3
02/10/00 2115 19.88 539 7.78 448 ? 7.46 82.0
02/10/00 2130 19.88 539 7.79 567 ? 7.46 82.0
02/10/00 2145 19.87 539 7.78 20 ? 7.42 815
02/10/00 2200 19.86 539 7.79 4 ? 7.44 81.8
02/10/00 2215 19.85 539 7.78 37 ? 7.41 81.4
02/10/00 2230 19.85 539 7.78 453 ? 7.48 82.1
02/10/00 2245 19.84 539 7.78 454 ? 7.44 81.8
02/10/00 2300 19.84 538 7.78 570 ? 7.44 81.7
02/10/00 2315 19.83 538 7.79 19 ? 7.38 81.1
02/10/00 2330 19.82 538 7.78 4 ? 7.40 81.2
02/10/00 2345 19.82 538 7.78 38 ? 7.41 81.4
02/11/00 0000 19.80 538 7.78 450 ? 7.45 81.7
02/11/00 0015 19.79 538 7.78 443 ? 7.37 80.9
02/11/00 0030 19.78 538 7.78 572 ? 7.39 81.1
02/11/00 0045 19.77 538 7.78 19 ? 7.30 80.1
02/11/00 0100 19.76 538 7.78 3 ? 7.38 80.9
02/11/00 0115 19.75 538 7.78 37 ? 7.38 80.9
02/11/00 0130 19.75 538 7.78 454 ? 7.44 81.5
02/11/00 0145 19.74 538 7.78 449 ? 7.36 80.7
02/11/00 0200 19.73 538 7.78 573 ? 7.40 81.1
02/11/00 0215 19.73 538 7.79 19 ? 7.45 81.6
02/11/00 0230 19.73 538 7.79 3 ? 7.46 81.8
02/11/00 0245 19.71 538 7.78 37 ? 7.44 815
02/11/00 0300 1971 538 7.79 461 ? 7.44 81.5
02/11/00 0315 19.69 538 7.79 455 ? 7.40 81.1
02/11/00 0330 1969 538 7.79 575 ? 7.40 81.1
02/11/00 0345 19.67 538 7.79 19 ? 7.44 81.4
02/11/00 0400 19.66 538 7.79 3 ? 7.40 81.0
02/11/00 0415 19.65 539 7.79 38 ? 7.44 81.4
02/11/00 0430 19.64 538 7.79 467 ? 7.39 80.8
02/11/00 0445 19.63 538 7.78 460 ? 7.43 81.2
02/11/00 0500 1961 539 7.79 575 ? 7.43 81.2
02/11/00 0515 19.60 539 7.79 18 ? 7.41 81.0
02/11/00 0530 1959 538 7.79 3 ? 7.40 80.9
02/11/00 0545 1958 538 7.79 38 ? 7.37 80.6
02/11/00 0600 1956 539 7.79 472 ? 7.46 81.5
02/11/00 0615 1955 539 7.79 464 ? 7.42 81.0
02/11/00 0630 1954 539 7.79 576 ? 7.44 81.3
02/11/00 0645 1954 539 7.79 21 ? 7.39 80.7
02/11/00 0700 1952 539 7.78 3 ? 7.40 80.8
02/11/00 0715 1951 539 7.78 38 ? 7.38 80.6
02/11/00 0730 1950 539 7.78 481 ? 7.42 81.0
02/11/00 0745 1950 539 7.78 470 ? 7.43 81.0
02/11/00 0800 1949 539 7.78 580 ? 7.35 80.2
02/11/00 0815 19.48 538 7.78 19 ? 7.37 80.3
02/11/00 0830 1948 539 7.79 3 ? 7.43 81.0
02/11/00 0845 19.48 538 7.78 39 ? 7.35 80.2
02/11/00 0900 1949 538 7.78 483 ? 7.37 80.4
02/11/00 0915 1950 537 7.79 470 ? 7.28 79.4
02/11/00 0930 1950 537 7.79 586 ? 7.27 79.3
02/11/00 0945 1952 537 7.79 19 ? 7.29 79.5



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/11/00 1000 1953 537 7.79 2 ? 7.27 79.4
02/11/00 1015 1955 536 7.79 39 ? 7.30 79.7
02/11/00 1030 1956 537 7.80 495 ? 7.44 81.3
02/11/00 1045 1957 536 7.80 481 ? 7.40 80.8
02/11/00 1100 1958 535 7.80 592 ? 7.41 81.0
02/11/00 1115 1959 534 7.80 19 ? 7.38 80.6
02/11/00 1130 19.60 533 7.80 2 ? 7.36 80.5
02/11/00 1145 19.61 533 7.81 40 ? 7.46 81.6
02/11/00 1200 19.64 532 7.81 509 ? 7.47 81.8
02/11/00 1215 1965 531 7.81 489 ? 7.46 81.6
02/11/00 1230 1968 531 7.81 598 ? 7.39 80.9
02/11/00 1245 1971 531 7.81 18 ? 7.48 81.9
02/11/00 1300 19.74 531 7.81 2 ? 7.43 81.5
02/11/00 1315 19.78 531 7.81 41 ? 7.40 81.2
02/11/00 1330 1982 531 7.81 512 ? 7.40 81.2
02/11/00 1345 19.87 532 7.81 496 ? 7.41 81.4
02/11/00 1400 1991 533 7.81 600 ? 7.41 81.5
02/11/00 1415 1996 534 7.81 20 ? 7.44 82.0
02/11/00 1430 2000 534 7.81 3 ? 7.50 82.6
02/11/00 1445 20.05 535 7.81 40 ? 7.51 82.8
02/11/00 1500 20.09 535 7.80 504 ? 7.49 82.7
02/11/00 1515 20.12 536 7.80 492 ? 7.45 82.3
02/11/00 1530 20.15 536 7.80 597 ? 7.40 81.7
02/11/00 1545 20.18 536 7.80 21 ? 7.42 82.0
02/11/00 1600 20.19 537 7.80 4 ? 7.42 82.0
02/11/00 1615 2021 537 7.80 39 ? 7.45 825
02/11/00 1630 20.22 536 7.80 507 ? 7.35 81.4
02/11/00 1645 20.23 537 7.80 492 ? 7.38 81.7
02/11/00 1700 20.23 537 7.79 597 ? 7.35 81.4
02/11/00 1715 20.23 536 7.79 22 ? 7.31 81.0
02/11/00 1730 20.22 536 7.79 7 ? 7.25 80.2
02/11/00 1745 20.22 536 7.79 45 ? 7.25 80.3
02/11/00 1800 2020 536 7.79 521 ? 7.23 80.0
02/11/00 1815 20.18 537 7.79 507 ? 7.35 81.3
02/11/00 1830 20.16 537 7.79 616 ? 7.36 81.4
02/11/00 1845 20.14 537 7.79 48 ? 7.34 81.1
02/11/00 1900 20.12 537 7.79 35 ? 7.33 80.9
02/11/00 1915 20.11 537 7.79 70 ? 7.38 81.5
02/11/00 1930 20.09 537 7.79 558 ? 7.36 81.2
02/11/00 1945 20.08 537 7.79 544 ? 7.42 81.9
02/11/00 2000 20.06 537 7.80 638 ? 7.40 81.6
02/11/00 2015 20.05 536 7.80 49 ? 7.36 81.1
02/11/00 2030 20.03 537 7.80 36 ? 7.39 81.5
02/11/00 2045 20.02 537 7.80 74 ? 7.37 81.3
02/11/00 2100 20.00 536 7.80 592 ? 7.37 81.2
02/11/00 2115 1999 536 7.80 567 ? 7.37 81.2
02/11/00 2130 1998 536 7.80 651 ? 7.41 81.6
02/11/00 2145 1997 536 7.80 42 ? 7.35 80.9
02/11/00 2200 1996 536 7.80 25 ? 7.43 81.8
02/11/00 2215 1995 536 7.80 65 ? 7.45 82.0
02/11/00 2230 1994 536 7.80 600 ? 7.40 81.5
02/11/00 2245 1993 536 7.79 579 ? 7.42 81.6
02/11/00 2300 1992 536 7.80 662 ? 7.38 81.2
02/11/00 2315 1991 536 7.79 44 ? 7.35 80.8
02/11/00 2330 1990 535 7.79 26 ? 7.44 81.8
02/11/00 2345 1990 535 7.80 64 ? 7.37 81.0



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/12/00 0000 19.89 535 7.80 614 ? 7.37 81.1
02/12/00 0015 19.88 535 7.79 595 ? 7.41 815
02/12/00 0030 19.88 535 7.79 677 ? 7.40 81.4
02/12/00 0045 1987 534 7.80 54 ? 7.32 80.5
02/12/00 0100 19.86 535 7.79 39 ? 7.36 80.9
02/12/00 0115 19.85 535 7.79 78 ? 7.38 81.1
02/12/00 0130 1985 534 7.79 634 ? 7.29 80.1
02/12/00 0145 19.84 534 7.79 615 ? 7.41 81.4
02/12/00 0200 19.83 535 7.79 696 ? 7.41 81.4
02/12/00 0215 19.82 534 7.79 42 ? 7.35 80.7
02/12/00 0230 1981 534 7.79 17 ? 7.32 80.4
02/12/00 0245 1979 534 7.79 50 ? 7.37 80.9
02/12/00 0300 19.78 533 7.79 629 ? 7.29 79.9
02/12/00 0315 19.77 533 7.79 617 ? 7.32 80.3
02/12/00 0330 1975 534 7.79 690 ? 7.41 81.2
02/12/00 0345 19.74 533 7.79 27 ? 7.32 80.2
02/12/00 0400 19.72 533 7.79 6 ? 7.34 80.4
02/12/00 0415 1970 533 7.79 43 ? 7.40 81.0
02/12/00 0430 19.69 533 7.79 624 ? 7.38 80.8
02/12/00 0445 19.68 533 7.79 611 ? 7.39 80.9
02/12/00 0500 19.66 533 7.79 689 ? 7.36 80.5
02/12/00 0515 19.66 533 7.79 25 ? 7.37 80.7
02/12/00 0530 1965 533 7.78 5 ? 7.34 80.3
02/12/00 0545 19.64 533 7.79 45 ? 7.37 80.7
02/12/00 0600 19.64 533 7.79 628 ? 7.34 80.3
02/12/00 0615 19.63 533 7.78 608 ? 7.30 79.8
02/12/00 0630 19.62 533 7.78 689 ? 7.36 80.5
02/12/00 0645 19.62 534 7.78 25 ? 7.31 79.9
02/12/00 0700 1962 534 7.78 4 ? 7.34 80.2
02/12/00 0715 1961 534 7.78 44 ? 7.30 79.8
02/12/00 0730 1961 534 7.78 624 ? 7.32 80.0
02/12/00 0745 1960 534 7.78 606 ? 7.30 79.8
02/12/00 0800 1960 533 7.78 689 ? 7.26 79.4
02/12/00 0815 19.60 533 7.78 23 ? 7.29 79.6
02/12/00 0830 1960 534 7.78 4 ? 7.33 80.1
02/12/00 0845 1961 534 7.78 45 ? 7.32 80.0
02/12/00 0900 19.62 533 7.78 631 ? 7.24 79.1
02/12/00 0915 19.64 533 7.78 609 ? 7.24 79.2
02/12/00 0930 1965 533 7.78 692 ? 7.32 80.1
02/12/00 0945 19.67 533 7.78 24 ? 7.33 80.3
02/12/00 1000 1969 532 7.78 4 ? 7.33 80.3
02/12/00 1015 19.72 532 7.78 45 ? 7.36 80.7
02/12/00 1030 1973 531 7.79 635 ? 7.36 80.6
02/12/00 1045 19.75 530 7.79 612 ? 7.36 80.7
02/12/00 1100 19.76 530 7.79 696 ? 7.40 81.2
02/12/00 1115 19.78 529 7.79 24 ? 7.43 81.5
02/12/00 1130 19.80 529 7.80 5 ? 7.41 81.4
02/12/00 1145 19.82 528 7.79 47 ? 7.41 81.3
02/12/00 1200 1985 528 7.79 635 ? 7.42 81.5
02/12/00 1215 19.88 527 7.79 615 ? 7.34 80.7
02/12/00 1230 19.89 527 7.80 694 ? 7.40 81.4
02/12/00 1245 1993 525 7.79 26 ? 7.39 81.3
02/12/00 1300 1995 525 7.80 5 ? 7.40 81.5
02/12/00 1315 1997 525 7.80 45 ? 7.40 81.5
02/12/00 1330 1998 524 7.80 636 ? 7.38 81.3
02/12/00 1345 20.01 525 7.80 618 ? 7.44 81.9



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/12/00 1400 20.03 524 7.80 702 ? 7.37 81.2
02/12/00 1415 20.07 525 7.80 26 ? 7.35 81.0
02/12/00 1430 20.11 525 7.81 5 ? 7.33 80.9
02/12/00 1445 20.14 525 7.80 45 ? 7.43 82.1
02/12/00 1500 20.17 524 7.80 631 ? 7.39 81.7
02/12/00 1515 2019 524 7.80 619 ? 7.41 81.9
02/12/00 1530 2019 524 7.80 704 ? 7.39 81.7
02/12/00 1545 2020 524 7.80 31 ? 7.36 815
02/12/00 1600 2021 524 7.81 18 ? 7.40 81.9
02/12/00 1615 2022 524 7.80 67 ? 7.42 82.1
02/12/00 1630 2022 524 7.80 655 ? 7.39 81.8
02/12/00 1645 2021 524 7.81 641 ? 7.43 82.2
02/12/00 1700 2021 525 7.80 732 ? 7.43 82.2
02/12/00 1715 2021 524 7.80 58 ? 7.41 82.0
02/12/00 1730 2021 524 7.80 33 ? 7.43 82.2
02/12/00 1745 2022 524 7.80 65 ? 7.36 81.4
02/12/00 1800 2022 526 7.80 666 ? 7.43 82.3
02/12/00 1815 20.22 525 7.80 664 ? 7.42 82.1
02/12/00 1830 2020 525 7.80 742 ? 7.34 81.2
02/12/00 1845 20.18 525 7.80 53 ? 7.33 81.1
02/12/00 1900 20.17 525 7.79 34 ? 7.37 81.5
02/12/00 1915 20.16 525 7.80 73 ? 7.34 81.2
02/12/00 1930 20.14 525 7.80 683 ? 7.31 80.7
02/12/00 1945 20.13 525 7.79 683 ? 7.32 80.8
02/12/00 2000 20.13 525 7.79 763 ? 7.32 80.9
02/12/00 2015 20.12 525 7.79 67 ? 7.37 81.4
02/12/00 2030 20.12 525 7.79 48 ? 7.33 81.0
02/12/00 2045 2011 524 7.79 86 ? 7.27 80.3
02/12/00 2100 20.09 525 7.80 699 ? 7.38 81.5
02/12/00 2115 20.08 525 7.80 701 ? 7.39 815
02/12/00 2130 20.07 525 7.80 768 ? 7.37 81.3
02/12/00 2145 20.06 525 7.79 45 ? 7.39 815
02/12/00 2200 20.06 522 7.79 22 ? 7.19 79.4
02/12/00 2215 20.06 523 7.80 61 ? 7.28 80.3
02/12/00 2230 20.05 522 7.80 690 ? 7.17 79.1
02/12/00 2245 20.05 522 7.80 697 ? 7.17 79.1
02/12/00 2300 20.05 522 7.80 777 ? 7.03 775
02/12/00 2315 20.05 522 7.80 57 ? 7.11 78.4
02/12/00 2330 20.04 522 7.81 41 ? 7.05 77.7
02/12/00 2345 20.05 522 7.80 81 ? 7.05 7.7
02/13/00 0000 20.04 523 7.80 716 ? 7.18 79.2
02/13/00 0015 20.05 525 7.80 723 ? 7.24 79.9
02/13/00 0030 20.04 525 7.80 795 ? 7.25 79.9
02/13/00 0045 20.04 523 7.80 77 ? 7.18 79.1
02/13/00 0100 20.03 525 7.80 61 ? 7.32 80.7
02/13/00 0115 20.03 525 7.79 96 ? 7.30 80.5
02/13/00 0130 20.02 525 7.79 720 ? 7.34 80.9
02/13/00 0145 20.01 525 7.79 727 ? 7.36 81.2
02/13/00 0200 20.00 525 7.79 809 ? 7.31 80.5
02/13/00 0215 1999 525 7.79 44 ? 7.29 80.4
02/13/00 0230 1998 525 7.79 17 ? 7.35 81.0
02/13/00 0245 1996 524 7.79 53 ? 7.27 80.0
02/13/00 0300 1995 524 7.79 701 ? 7.28 80.2
02/13/00 0315 1993 524 7.79 725 ? 7.25 79.8
02/13/00 0330 1992 524 7.79 803 ? 7.27 79.9
02/13/00 0345 1990 524 7.79 32 ? 7.33 80.6



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/13/00 0400 1989 524 7.79 9 ? 7.31 80.4
02/13/00 0415 19.88 524 7.79 49 ? 7.36 80.9
02/13/00 0430 1986 524 7.79 708 ? 7.32 80.5
02/13/00 0445 19.85 524 7.79 727 ? 7.27 79.9
02/13/00 0500 19.84 524 7.79 806 ? 7.33 80.5
02/13/00 0515 19.83 524 7.79 30 ? 7.33 80.5
02/13/00 0530 19.82 523 7.79 7 ? 7.30 80.1
02/13/00 0545 19.82 524 7.79 48 ? 7.33 80.4
02/13/00 0600 1981 523 7.79 705 ? 7.32 80.4
02/13/00 0615 19.80 524 7.78 729 ? 7.36 80.7
02/13/00 0630 1979 524 7.79 808 ? 7.33 80.4
02/13/00 0645 19.78 523 7.79 30 ? 7.28 79.9
02/13/00 0700 19.77 523 7.79 7 ? 7.31 80.2
02/13/00 0715 19.76 523 7.79 47 ? 7.31 80.2
02/13/00 0730 19.76 523 7.79 705 ? 7.29 80.0
02/13/00 0745 19.76 523 7.79 728 ? 7.33 80.3
02/13/00 0800 19.76 523 7.79 812 ? 7.37 80.8
02/13/00 0815 19.76 523 7.79 29 ? 7.28 79.8
02/13/00 0830 19.77 523 7.79 7 ? 7.36 80.7
02/13/00 0845 19.78 523 7.79 49 ? 7.28 79.9
02/13/00 0900 19.79 523 7.79 711 ? 7.30 80.1
02/13/00 0915 19.82 523 7.79 730 ? 7.33 80.5
02/13/00 0930 1985 522 7.79 816 ? 7.22 79.3
02/13/00 0945 19.88 523 7.79 30 ? 7.35 80.8
02/13/00 1000 1991 522 7.79 10 ? 7.21 79.3
02/13/00 1015 1994 522 7.79 48 ? 7.22 79.5
02/13/00 1030 1997 522 7.78 711 ? 7.31 80.4
02/13/00 1045 1999 522 7.79 735 ? 7.29 80.3
02/13/00 1100 20.02 522 7.79 819 ? 7.23 79.7
02/13/00 1115 20.05 522 7.79 31 ? 7.26 80.1
02/13/00 1130 20.08 521 7.79 7 ? 7.19 79.3
02/13/00 1145 20.11 522 7.79 48 ? 7.14 789
02/13/00 1200 20.14 522 7.79 708 ? 7.23 79.9
02/13/00 1215 20.19 523 7.79 739 ? 7.29 80.6
02/13/00 1230 2022 523 7.79 823 ? 7.28 80.6
02/13/00 1245 2026 522 7.79 32 ? 7.24 80.2
02/13/00 1300 2029 522 7.79 7 ? 7.23 80.2
02/13/00 1315 20.32 521 7.79 48 ? 7.20 79.8
02/13/00 1330 20.36 520 7.79 709 ? 7.08 78.6
02/13/00 1345 20.38 521 7.79 743 ? 7.11 78.9
02/13/00 1400 2041 522 7.79 827 ? 7.14 79.3
02/13/00 1415 2045 522 7.79 31 ? 7.16 79.6
02/13/00 1430 2050 522 7.79 7 ? 7.16 79.7
02/13/00 1445 2054 522 7.79 49 ? 7.18 80.0
02/13/00 1500 2057 522 7.79 715 ? 7.17 79.9
02/13/00 1515 2059 522 7.79 751 ? 7.21 80.4
02/13/00 1530 2061 521 7.80 832 ? 7.14 79.7
02/13/00 1545 2064 522 7.79 32 ? 7.24 80.8
02/13/00 1600 2064 522 7.79 14 ? 7.17 80.0
02/13/00 1615 2064 522 7.79 61 ? 7.08 79.0
02/13/00 1630 20.63 522 7.80 723 ? 7.16 79.9
02/13/00 1645 20.63 522 7.79 765 ? 7.19 80.2
02/13/00 1700 2062 523 7.79 851 ? 7.22 80.6
02/13/00 1715 20.62 523 7.79 63 ? 7.23 80.6
02/13/00 1730 2061 522 7.79 43 ? 7.11 79.3
02/13/00 1745 2060 521 7.79 81 ? 7.10 79.1



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/13/00 1800 2058 522 7.79 740 ? 7.23 80.5
02/13/00 1815 2056 522 7.79 793 ? 7.20 80.2
02/13/00 1830 2054 523 7.79 865 ? 7.27 80.9
02/13/00 1845 2052 522 7.79 63 ? 7.18 79.9
02/13/00 1900 2049 523 7.79 31 ? 7.29 81.1
02/13/00 1915 20.48 523 7.79 63 ? 7.32 81.4
02/13/00 1930 2047 523 7.80 738 ? 7.19 80.0
02/13/00 1945 2045 523 7.80 798 ? 7.32 81.4
02/13/00 2000 2044 522 7.80 799 ? 7.18 79.8
02/13/00 2015 2043 522 7.79 868 ? 7.25 80.6
02/13/00 2030 2042 523 7.79 60 ? 7.26 80.6
02/13/00 2045 2041 522 7.80 36 ? 7.25 80.5
02/13/00 2100 2040 523 7.79 72 ? 7.28 80.9
02/13/00 2115 2040 522 7.79 747 ? 7.24 80.4
02/13/00 2130 20.39 523 7.79 808 ? 7.32 81.3
02/13/00 2145 20.37 523 7.79 881 ? 7.30 81.1
02/13/00 2200 20.36 522 7.79 49 ? 7.16 79.5
02/13/00 2215 20.35 522 7.79 28 ? 7.21 80.0
02/13/00 2230 20.33 522 7.79 67 ? 7.26 80.5
02/13/00 2245 20.32 522 7.79 747 ? 7.22 80.1
02/13/00 2300 20.32 522 7.79 817 ? 7.25 80.4
02/13/00 2315 20.33 523 7.78 891 ? 7.20 79.9
02/13/00 2330 20.33 522 7.79 55 ? 7.19 79.7
02/13/00 2345 20.33 522 7.78 33 ? 7.18 79.6
02/14/00 0000 20.34 522 7.79 74 ? 7.15 79.3
02/14/00 0015 20.34 522 7.79 754 ? 7.21 80.0
02/14/00 0030 20.35 523 7.79 826 ? 7.21 80.0
02/14/00 0045 20.36 522 7.78 898 ? 7.16 79.4
02/14/00 0100 20.36 522 7.79 46 ? 7.22 80.1
02/14/00 0115 20.38 523 7.79 18 ? 7.26 80.6
02/14/00 0130 20.39 523 7.79 57 ? 7.28 80.8
02/14/00 0145 2040 523 7.79 749 ? 7.21 80.1
02/14/00 0200 2041 523 7.79 834 ? 7.28 80.9
02/14/00 0215 2041 522 7.79 893 ? 7.17 79.6
02/14/00 0230 2041 523 7.79 53 ? 7.18 79.8
02/14/00 0245 2040 522 7.79 26 ? 7.18 79.8
02/14/00 0300 2040 523 7.79 62 ? 7.26 80.6
02/14/00 0315 2040 522 7.79 751 ? 7.17 79.6
02/14/00 0330 2040 523 7.79 842 ? 7.24 80.4
02/14/00 0345 20.39 522 7.79 845 ? 7.21 80.1
02/14/00 0400 20.39 522 7.79 843 ? 7.15 79.4
02/14/00 0415 20.38 523 7.79 898 ? 7.26 80.6
02/14/00 0430 20.38 523 7.79 36 ? 7.26 80.5
02/14/00 0445 20.37 522 7.79 8 ? 7.23 80.3
02/14/00 0500 20.36 522 7.79 46 ? 7.11 789
02/14/00 0515 20.36 522 7.79 747 ? 7.25 80.5
02/14/00 0530 20.34 522 7.79 838 ? 7.17 79.6
02/14/00 0545 20.33 522 7.79 894 ? 7.22 80.1
02/14/00 0600 20.32 522 7.79 33 ? 7.24 80.3
02/14/00 0615 20.30 522 7.79 8 ? 7.11 78.8
02/14/00 0630 2029 522 7.78 47 ? 7.18 79.6
02/14/00 0645 20.28 522 7.78 749 ? 7.21 79.9
02/14/00 0700 20.27 522 7.79 836 ? 7.21 79.9
02/14/00 0715 2026 521 7.78 891 ? 7.21 79.8
02/14/00 0730 2026 522 7.78 35 ? 7.14 79.1
02/14/00 0745 2025 521 7.79 8 ? 7.17 79.4



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/14/00 0800 2025 521 7.79 48 ? 7.21 79.8
02/14/00 0815 2025 521 7.78 750 ? 7.15 79.2
02/14/00 0830 2025 521 7.78 839 ? 7.17 79.4
02/14/00 0845 2026 521 7.78 881 ? 7.15 79.2
02/14/00 0900 20.28 520 7.78 33 ? 7.06 78.2
02/14/00 0915 20.30 521 7.78 8 ? 7.14 79.2
02/14/00 0930 2031 521 7.78 47 ? 7.19 79.7
02/14/00 0945 20.35 520 7.79 749 ? 7.15 79.3
02/14/00 1000 20.39 520 7.78 749 ? 7.10 78.8
02/14/00 1015 2043 520 7.79 840 ? 7.11 79.0
02/14/00 1030 2046 520 7.79 881 ? 7.14 79.4
02/14/00 1045 2051 521 7.79 34 ? 7.14 79.5
02/14/00 1100 2056 521 7.79 9 ? 7.22 80.5
02/14/00 1115 2060 521 7.80 48 ? 7.18 80.0
02/14/00 1130 2064 521 7.79 751 ? 7.24 80.8
02/14/00 1145 20.68 522 7.79 846 ? 7.22 80.7
02/14/00 1200 20.74 522 7.80 881 ? 7.25 81.0
02/14/00 1215 20.77 522 7.80 35 ? 7.24 81.0
02/14/00 1230 2080 521 7.80 9 ? 7.16 80.2
02/14/00 1245 20.84 520 7.80 49 ? 7.12 79.8
02/14/00 1300 2089 521 7.80 751 ? 7.08 79.4
02/14/00 1315 2092 520 7.81 842 ? 6.94 779
02/14/00 1330 2096 520 7.81 890 ? 7.01 78.7
02/14/00 1345 21.00 520 7.81 34 ? 7.04 79.1
02/14/00 1400 21.02 520 7.81 8 ? 7.09 79.7
02/14/00 1415 21.08 520 7.82 51 ? 6.86 77.2
02/14/00 1430 21.08 520 7.82 754 ? 6.90 77.7
02/14/00 1445 21.13 519 7.82 845 ? 6.90 77.8
02/14/00 1500 21.16 519 7.82 893 ? 6.80 76.6
02/14/00 1515 21.21 519 7.82 35 ? 6.81 76.8
02/14/00 1530 21.21 519 7.82 8 ? 6.89 77.8
02/14/00 1545 21.22 522 7.82 49 ? 7.05 79.5
02/14/00 1600 21.19 522 7.83 750 ? 7.11 80.2
02/14/00 1615 21.22 523 7.83 850 ? 7.27 82.0
02/14/00 1630 21.23 523 7.83 903 ? 7.33 82.7
02/14/00 1645 21.24 522 7.83 39 ? 7.33 82.8
02/14/00 1700 21.25 522 7.82 12 ? 7.30 825
02/14/00 1715 21.25 522 7.82 53 ? 7.31 825
02/14/00 1730 21.25 522 7.82 742 ? 7.28 82.2
02/14/00 1745 21.25 522 7.83 842 ? 7.26 82.0
02/14/00 1800 21.24 522 7.82 918 ? 7.26 82.0
02/14/00 1815 21.24 521 7.82 50 ? 7.21 81.4
02/14/00 1830 2124 521 7.82 17 ? 7.26 81.9
02/14/00 1845 21.23 521 7.82 55 ? 7.24 81.8
02/14/00 1900 2122 522 7.82 734 ? 7.31 825
02/14/00 1915 21.22 521 7.83 842 ? 7.28 82.2
02/14/00 1930 2122 522 7.83 932 ? 7.28 82.2
02/14/00 1945 21.22 521 7.82 49 ? 7.29 82.2
02/14/00 2000 2122 521 7.82 15 ? 7.23 81.6
02/14/00 2015 21.22 520 7.82 53 ? 7.22 81.4
02/14/00 2030 21.22 520 7.82 737 ? 7.18 81.1
02/14/00 2045 21.22 520 7.82 838 ? 7.17 80.9
02/14/00 2100 2122 521 7.82 938 ? 7.16 80.8
02/14/00 2115 21.22 521 7.82 44 ? 7.16 80.8
02/14/00 2130 2121 521 7.82 12 ? 7.18 81.0
02/14/00 2145 21.20 522 7.82 50 ? 7.26 81.9



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/14/00 2200 21.19 522 7.82 730 ? 7.25 81.8
02/14/00 2215 21.18 522 7.81 841 ? 7.20 81.2
02/14/00 2230 21.16 522 7.81 935 ? 7.22 81.3
02/14/00 2245 21.15 522 7.81 45 ? 7.26 81.8
02/14/00 2300 21.14 522 7.81 14 ? 7.25 81.7
02/14/00 2315 21.14 522 7.81 52 ? 7.26 81.8
02/14/00 2330 21.13 522 7.81 741 ? 7.22 81.3
02/14/00 2345 21.13 522 7.82 843 ? 7.21 81.2
02/15/00 0000 2112 522 7.81 923 ? 7.15 80.6
02/15/00 0015 21.12 522 7.81 48 ? 7.20 81.2
02/15/00 0030 2112 522 7.81 17 ? 7.17 80.8
02/15/00 0045 21.12 521 7.81 53 ? 7.13 80.3
02/15/00 0100 2112 522 7.81 734 ? 7.15 80.6
02/15/00 0115 21.12 522 7.82 848 ? 7.13 80.3
02/15/00 0130 2112 521 7.81 922 ? 7.17 80.8
02/15/00 0145 21.13 522 7.81 44 ? 7.20 81.1
02/15/00 0200 2114 521 7.81 13 ? 7.18 80.9
02/15/00 0215 21.14 521 7.81 48 ? 7.16 80.7
02/15/00 0230 21.14 522 7.81 727 ? 7.16 80.7
02/15/00 0245 21.14 522 7.81 847 ? 7.17 80.8
02/15/00 0300 21.13 522 7.81 928 ? 7.19 81.0
02/15/00 0315 21.13 522 7.81 38 ? 7.12 80.3
02/15/00 0330 21.13 522 7.81 8 ? 7.15 80.5
02/15/00 0345 21.13 522 7.81 45 ? 7.19 81.0
02/15/00 0400 21.14 523 7.81 731 ? 7.16 80.6
02/15/00 0415 21.14 523 7.81 845 ? 7.17 80.7
02/15/00 0430 21.14 523 7.81 934 ? 7.16 80.7
02/15/00 0445 21.15 523 7.80 38 ? 7.11 80.1
02/15/00 0500 2116 524 7.81 12 ? 7.13 80.3
02/15/00 0515 21.16 525 7.80 45 ? 7.15 80.6
02/15/00 0530 21.17 527 7.81 726 ? 7.16 80.7
02/15/00 0545 21.17 526 7.80 847 ? 7.06 79.6
02/15/00 0600 21.18 526 7.81 930 ? 7.10 80.1
02/15/00 0615 21.19 527 7.81 36 ? 7.09 80.0
02/15/00 0630 21.19 528 7.80 8 ? 7.10 80.1
02/15/00 0645 21.20 528 7.80 47 ? 7.02 79.2
02/15/00 0700 21.20 528 7.80 724 ? 7.03 79.3
02/15/00 0715 21.20 529 7.80 847 ? 7.01 79.1
02/15/00 0730 21.21 529 7.80 918 ? 7.02 79.2
02/15/00 0745 21.21 529 7.80 46 ? 7.08 79.8
02/15/00 0800 21.21 529 7.80 10 ? 7.08 79.8
02/15/00 0815 21.21 530 7.80 45 ? 7.08 79.9
02/15/00 0830 21.21 530 7.80 729 ? 7.08 79.9
02/15/00 0845 21.22 530 7.80 848 ? 7.04 79.5
02/15/00 0900 21.24 529 7.80 933 ? 7.07 79.8
02/15/00 0915 21.25 530 7.80 39 ? 7.09 80.0
02/15/00 0930 21.26 530 7.80 7 ? 7.10 80.2
02/15/00 0945 21.28 530 7.80 44 ? 7.09 80.1
02/15/00 1000 21.30 529 7.80 722 ? 7.07 79.9
02/15/00 1015 21.32 530 7.80 849 ? 7.03 79.5
02/15/00 1030 21.34 529 7.80 928 ? 7.05 79.7
02/15/00 1045 21.38 529 7.80 41 ? 7.04 79.7
02/15/00 1100 2141 529 7.80 9 ? 7.06 79.9
02/15/00 1115 21.44 529 7.80 46 ? 7.06 80.0
02/15/00 1130 21.47 529 7.79 719 ? 7.03 79.7
02/15/00 1145 21.54 529 7.80 849 ? 7.05 80.1



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/15/00 1200 2158 529 7.80 920 ? 7.07 80.4
02/15/00 1215 21.62 528 7.80 40 ? 7.03 80.0
02/15/00 1230 2166 528 7.80 8 ? 7.04 80.1
02/15/00 1245 21.69 529 7.80 44 ? 7.07 80.5
02/15/00 1300 21.72 529 7.80 721 ? 7.00 79.8
02/15/00 1315 21.76 528 7.80 851 ? 6.98 79.6
02/15/00 1330 21.81 528 7.80 930 ? 6.98 79.7
02/15/00 1345 21.85 527 7.81 38 ? 6.87 785
02/15/00 1400 21.88 527 7.81 8 ? 6.94 79.4
02/15/00 1415 2190 526 7.81 46 ? 6.69 76.5
02/15/00 1430 2193 527 7.81 721 ? 6.90 79.0
02/15/00 1445 21.96 527 7.81 853 ? 6.90 79.0
02/15/00 1500 2197 527 7.81 854 ? 6.86 78.6
02/15/00 1515 2200 527 7.81 929 ? 6.91 79.1
02/15/00 1530 2201 527 7.81 40 ? 6.92 79.3
02/15/00 1545 2203 527 7.81 18 ? 6.92 79.3
02/15/00 1600 2204 527 7.81 48 ? 6.89 79.0
02/15/00 1615 2206 527 7.81 719 ? 6.98 80.1
02/15/00 1630 2206 527 7.81 857 ? 6.92 79.4
02/15/00 1645 22.08 527 7.81 930 ? 6.98 80.1
02/15/00 1700 2207 527 7.81 68 ? 6.93 79.6
02/15/00 1715 2207 527 7.81 17 ? 6.86 78.7
02/15/00 1730 2206 527 7.81 52 ? 6.87 78.8
02/15/00 1745 2205 527 7.81 723 ? 6.95 79.7
02/15/00 1800 2204 526 7.81 723 ? 6.90 79.1
02/15/00 1815 2203 527 7.81 866 ? 6.96 79.8
02/15/00 1830 2202 527 7.81 945 ? 6.91 79.2
02/15/00 1845 2201 526 7.81 47 ? 6.93 79.4
02/15/00 1900 2201 526 7.81 25 ? 6.95 79.7
02/15/00 1915 22.00 527 7.80 50 ? 6.95 79.7
02/15/00 1930 2199 526 7.81 719 ? 6.93 79.4
02/15/00 1945 21.99 527 7.81 714 ? 6.94 79.5
02/15/00 2000 21.98 527 7.80 715 ? 6.94 79.5
02/15/00 2015 21.97 528 7.80 713 ? 6.96 79.7
02/15/00 2030 2197 528 7.81 713 ? 6.99 80.0
02/15/00 2045 21.97 528 7.80 871 ? 7.00 80.1
02/15/00 2100 21.96 527 7.80 873 ? 6.93 79.4
02/15/00 2115 21.96 528 7.80 871 ? 6.94 79.4
02/15/00 2130 2195 528 7.80 871 ? 6.96 79.7
02/15/00 2145 21.94 528 7.80 871 ? 7.00 80.1
02/15/00 2200 2193 528 7.80 963 ? 6.95 79.6
02/15/00 2215 2193 528 7.80 43 ? 6.99 80.0
02/15/00 2230 21.92 528 7.80 20 ? 6.99 80.0
02/15/00 2245 21.92 528 7.81 48 ? 7.00 80.1
02/15/00 2300 2191 528 7.81 715 ? 7.01 80.2
02/15/00 2315 21.90 528 7.81 715 ? 7.02 80.3
02/15/00 2330 2190 528 7.81 715 ? 6.99 80.0
02/15/00 2345 21.89 528 7.81 716 ? 6.91 79.1
02/16/00 0000 21.88 528 7.81 710 ? 6.98 79.7
02/16/00 0015 21.87 528 7.80 874 ? 6.97 79.7
02/16/00 0030 21.87 528 7.81 873 ? 6.98 79.7
02/16/00 0045 21.86 528 7.81 876 ? 6.98 79.7
02/16/00 0100 21.85 528 7.81 875 ? 6.98 79.8
02/16/00 0115 21.85 527 7.81 874 ? 6.94 79.3
02/16/00 0130 21.84 527 7.81 875 ? 6.98 79.7
02/16/00 0145 21.83 527 7.80 950 ? 6.98 79.7



Date Time Temp SpCond pH Turb DO DO% Comments
MMDDYY HHMM oC uSlcm Units NTU mg/| Sat
02/16/00 0200 21.82 527 7.81 40 ? 6.97 79.6
02/16/00 0215 21.81 527 7.81 8 ? 6.96 79.5
02/16/00 0230 21.79 527 7.81 44 ? 6.96 79.5
02/16/00 0245 21.78 527 7.81 44 ? 6.99 79.7
02/16/00 0300 21.77 527 7.81 709 ? 7.03 80.2
02/16/00 0315 21.77 527 7.81 708 ? 7.03 80.2
02/16/00 0330 21.76 527 7.81 703 ? 7.01 79.9
02/16/00 0345 21.75 527 7.81 703 ? 7.05 80.4
02/16/00 0400 21.73 527 7.81 699 ? 7.00 79.8
02/16/00 0415 21.72 527 7.81 875 ? 7.02 80.0
02/16/00 0430 21.71 526 7.81 875 ? 6.95 79.2
02/16/00 0445 21.69 526 7.81 877 ? 6.95 79.1
02/16/00 0500 21.68 525 7.81 875 ? 7.02 79.9
02/16/00 0515 21.66 525 7.81 876 ? 6.99 79.6
02/16/00 0530 2165 524 7.80 875 ? 6.96 79.2
02/16/00 0545 21.65 525 7.80 876 ? 7.00 79.7
02/16/00 0600 2164 525 7.80 876 ? 6.98 79.4
02/16/00 0615 21.63 525 7.80 875 ? 6.94 79.0
02/16/00 0630 21.62 524 7.80 875 ? 6.96 79.1
02/16/00 0645 2161 525 7.79 876 ? 6.96 79.1
02/16/00 0700 21.60 525 7.80 876 ? 6.96 79.1
02/16/00 0715 2158 524 7.79 876 ? 6.97 79.2
02/16/00 0730 2158 524 7.79 876 ? 6.98 79.4
02/16/00 0745 2156 523 7.80 877 ? 6.97 79.2
02/16/00 0800 2155 523 7.80 878 ? 7.01 79.6
02/16/00 0815 2155 523 7.80 876 ? 7.01 79.6
02/16/00 0830 2155 522 7.80 876 ? 6.98 79.3
02/16/00 0845 2154 522 7.80 876 ? 6.98 79.3
02/16/00 0900 2155 522 7.80 876 ? 7.00 79.5
02/16/00 0915 2154 521 7.80 876 ? 6.94 78.9
02/16/00 0930 2155 520 7.80 877 ? 6.94 78.8
02/16/00 0945 21.56 519 7.79 875 ? 6.95 789
02/16/00 1000 2157 519 7.79 876 ? 7.00 79.5
02/16/00 1015 21.58 519 7.79 874 ? 6.95 79.0
02/16/00 1030 2158 519 7.80 878 ? 7.00 79.6
02/16/00 1045 21.60 518 7.80 879 ? 7.00 79.6
02/16/00 1100 21.63 517 7.80 876 ? 6.99 79.5
02/16/00 1115 21.65 517 7.80 879 ? 6.99 79.6
02/16/00 1130 21.69 516 7.80 874 ? 6.91 78.7
02/16/00 1145 21.73 517 7.80 876 ? 6.87 78.3
02/16/00 1200 21.75 518 7.80 877 ? 7.00 79.8
02/16/00 1215 21.78 517 7.80 878 ? 6.96 79.4
02/16/00 1230 21.82 517 7.80 877 ? 6.92 79.1
02/16/00 1245 21.85 517 7.80 878 ? 6.95 79.3
02/16/00 1300 2190 518 7.79 880 ? 7.03 80.4
02/16/00 1315 2193 517 7.80 874 ? 6.80 779
02/16/00 1330 2197 518 7.80 870 ? 7.00 80.1
02/16/00 1345 2201 518 7.80 875 ? 6.94 79.6
02/16/00 1400 2204 517 7.80 876 ? 6.92 79.4
02/16/00 1415 2207 517 7.80 876 ? 6.91 79.3
02/16/00 1430 2210 517 7.80 873 ? 6.89 79.1
02/16/00 1445 2212 517 7.80 875 ? 6.97 80.0
02/16/00 1500 Removed for servicing. Servicing completed at 021600 153844



